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Summary  Matrix-assisted  laser  desorption-ionization  time-of-ﬂight  (MALDI-TOF)
mass  spectrometry  facilitates  rapid  and  accurate  identiﬁcation  of  pathogens,  which
is  critical  for  sepsis  patients.
In this  study,  we  assessed  the  accuracy  in  identiﬁcation  of  both  Gram-negative  and
Gram-positive  bacteria,  except  for  Streptococcus  viridans,  using  four  rapid  blood
culture  methods  with  Vitek  MALDI-TOF-MS.  We  compared  our  proposed  lysis  cen-
trifugation  followed  by  washing  and  30%  acetic  acid  treatment  method  (method  2)
with  two  other  lysis  centrifugation  methods  (washing  and  30%  formic  acid  treat-
ment  (method  1);  100%  ethanol  treatment  (method  3)),  and  picking  colonies  from
90  to  180  min  subculture  plates  (method  4).  Methods  1  and  2  identiﬁed  all  orga-
nisms  down  to  species  level  with  100%  accuracy,  except  for  Streptococcus  viridans,
Streptococcus  pyogenes,  Enterobacter  cloacae  and  Proteus  vulgaris.  The  latter  two
were  identiﬁed  to  genus  level  with  100%  accuracy.  Each  method  exhibited  excel-
lent  accuracy  and  precision  in  terms  of  identiﬁcation  to  genus  level  with  certain
limitations.
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Sepsis  is  one  of  the  leading  causes  of  death  of  both
dults and  children  worldwide,  imposing  a  heavy
uman  and  economic  burden  in  both  the  developed
nd developing  world  [1—3]. In  the  United  States,
or example,  incidence  of  sepsis  is 0.5  per  1000
n children  and  0.7—2.3  per  1000  in  adults,  with
ortality rates  being  estimated  at  10%—27%  and
5%—50%,  respectively  [2,4]. Sepsis-related  mor-
ality in  the  United  States  is  greater  than  that
f stroke  [5],  and  it  is  responsible  for  over  ﬁve
illion pediatric  deaths  worldwide  each  year  and
as a  particularly  devastating  impact  in  resource-
oor countries  [2,6]. Early  recognition  of  causative
nfective agents  is  key  to  effective  treatment  of
epsis;  time  from  triage  and  qualiﬁcation  to  admin-
stration  of  appropriate  antimicrobials  are  critical
eterminants  of  mortality  [4,7]. The  ﬁrst  24  h  has
een identiﬁed  as  critical  in  terms  of  delivery
f effective  antimicrobial  treatment.  Each  hour
f delay  in  administration  of  appropriate  antibi-
tics is  associated  with  a  decrease  in  survival  of
.6% over  6  h,  while  administration  of  inappropriate
ntibiotics has  been  associated  with  an  approxi-
ately ﬁvefold  decreased  survival  rate  [8,9]. As
 result,  clinicians  initially  assign  patients  with
resumed  bacterial  infections  to  empiric  broad-
pectrum antibiotics.  Due  to  increasing  antibiotic
esistance rates,  however,  approximately  20%  of
eptic shock  patients  are  initially  assigned  to  inap-
ropriate  antimicrobials  with  serious  consequences
n terms  of  mortality  rates  [9—12].  Thus,  techniques
o decrease  turnaround  time  in  identiﬁcation  of
ausative  bacterial  agents  are  vital  for  the  reduc-
ion of  mortality  due  to  sepsis.
Current  standard  protocols  for  microbial  identi-
cation have  a  turnaround  time  of  approximately
8—24 h from  when  signal-positive  samples  are
dentiﬁed and  involve  the  overnight  sub-culture  of
ignal-positive  samples  on  solid  medium  to  obtain
solated  colonies  for  identiﬁcation  and  antibiotic
usceptibility testing  [13—15].  Use  of  more  rapid
dentiﬁcation  technology,  such  as  Matrix-Assisted
aser Desorption/Ionization  Time  of  Flight  Mass
pectrometry  (MALDI-TOF-MS),  has  the  potential
o expedite  identiﬁcation  of  microbial  species
nd help  guide  appropriate  antibiotic  treatment
hoices [15—17]. However,  if  MALDI-TOF-MS  could
e applied  directly  to  blood  culture,  rather  than
o isolated  colonies  grown  overnight,  this  appli-
ation  would  further  reduce  the  turnaround  time.
arious  direct  culture  methods  have  been  used
ith a  degree  of  success  in  microbial  identiﬁcation
o genus  or  species  level  using  Vitek  MALDI-TOF-
S (bioMérieux),  including  lysis  ﬁltration  [16—18],
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epsityper  (Bruker)  or  in-house  saponin-based  bac-
erial extraction  [19,20]  or  serum  separator  [21].
owever, in  general,  these  methods  have  been
ore successful  in  identiﬁcation  of  Gram-negative
ompared to  Gram-positive  bacteria.  The  methods
ave shown  difﬁculty  in  differentiation  of  Staphylo-
occi  from  each  other  [19—21]. The  objective  of  this
tudy was  to  compare  our  proposed  direct  method
f lysis  centrifugation  followed  by  washing  and
0% acetic  acid  treatment  along  with  our  modiﬁed
ysis centrifugation  followed  by  washing  and  30%
ormic acid  treatment  method,  lysis  centrifugation
ollowed by  washing  and  100%  ethanol  treatment
ethod, and  picking  colonies  from  90  to  180  min
ubculture  plates  in  order  to  determine  the  accu-
acy and  precision  of  each  method.  These  methods
ere all  compared  to  a  gold  standard  method  based
n testing  isolated  colonies  from  overnight  cultures
n terms  of  accurate  identiﬁcation  of  both  Gram-
egative  and  Gram-positive  bacteria  using  Vitek
ALDI-TOF-MS.
aterials and methods
amples
 mixture  of  120  monomicrobial  positive  blood  cul-
ure vials  (60  Gram-negative  samples  that  included
5 patient  and  25  seeded  vials,  and  60  Gram-
ositive samples  that  included  42  patients  and  18
eeded vials,  containing  various  microorganisms
hat have  been  already  identiﬁed  using  Vitek  2),
ncluding  aerobic  Bactec  plus,  anaerobic  Bactec
ytic, and  Bactec  pediatric  plus,  were  assessed
etween October  2015  and  December  2015.  The
im of  using  the  seeded  vials  was  to  make  the  num-
er of  most  common  blood  culture  isolates  equal
o ﬁve  for  each.  This  sample  size  was  chosen  to
onform  to  FDA/CLSI  guidelines  laid  down  by  the
merican  Society  of  Microbiology  (ASM  Cumitechs
1A) [22]. For  Gram-negative:  three  Enterobacter
erogenes ATCC  15038;  two  Enterobacter  cloacae
ubsp.  cloacae  ATCC® 49141;  two  Pseudomonas
eroginosa ATCC  27853;  four  Stenotrophomonas
altophilia  ATCC® 51331;  three  Acinetobacter  bau-
annii ATCC® 19606;  two  Proteus  mirabilis  ATCC®
002;  three  Proteus  vulgaris  ATCC® 29905;  three
itrobacter koseri  ATCC® BAA-895;  three  Bac-
eroides fragilis  ATCC® 25285.  For  Gram-positive:
ne Staphylococcus  aureus  ATCC  25923;  three
® TMnterococcus faecium  ATCC 51559 ;  two  Strep-
ococcus pyogenes  ATCC  19615;  four  Staphylococcus
apitis ATCC® 27840;  two  Streptococcus  agalac-
iae ATCC® 51487;  two  Staphylococcus  lugdunensis
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ATCC® 43809;  and  four  Clostridium  perfringens
ATCC® 13124.
MALDI-TOF slide preparation
Vials  were  incubated  for  up  to  ﬁve  days  in  an
automated Bactec  FX  blood  culture  instrument
(Becton Dickinson,  Cockeysville,  MD).  For  each  pos-
itive blood  culture  vial  (spiked  with  150  bacterial
organisms for  the  seeded  vials),  6 ml  of  broth  was
collected  and  dispensed  into  4  Eppendorf  tubes
(1.5 ml).  Fifty  l  Triton  (10×)  was  added  to  each
tube followed  by  gentle  mixing  and  centrifugation
for 1  min  at  13  000  rpm  and  4 ◦C.  The  supernatants
were removed  and  the  pellets  were  re-suspended
in 1.5  ml  saline  (0.9%),  then  centrifuged  for  1  min
at 13  000  rpm  and  4 ◦C.  The  supernatants  were
removed and  50  l  of  formic  acid  (30%)  (method
1), acetic  acid  (30%)  (method  2)  or  ethanol  (100%)
(method  3)  were  added  to  the  ﬁrst,  second,  and
third tube  consecutively.  One  microliter,  2  l  or
3 l  from  each  tube  were  added  to  three  differ-
ent MALDI-TOF  slide  wells  consecutively  and  air
dried. Onemicroliter  of  matrix  (VITEK  MS  CHCA)  was
added to  each  well  and  air  dried.  The  pellets  from
the fourth  tubes  (method  4)  were  inoculated  onto
blood agar  plates  and  incubated  at  37 ◦C  and  5%
CO2 for  90  min,  with  the  exception  of  Diphtheroids,
which required  6  h  growth.  Microorganisms  recov-
ered from  the  primary  streaking  area  were  ﬁrst
applied into  MALDI-TOF  slide  wells  using  a  wire
loop.  One  microliter  of  matrix  (VITEK  MS  CHCA)
was added  to  each  well  and  air  dried.  Slides  were
then run  on  the  Vitek  MALDI-TOF-MS  instrument
(bioMérieux.  Marcy  l’Etoile,  France)  to  obtain  an
identiﬁcation.  If  two  out  of  three  wells  were  iden-
tiﬁed  at  genus  or  species  level  at  a  high  conﬁdence
level, without  conﬂicting  identiﬁcation  from  repli-
cate wells  of  the  same  sample,  it  was  considered
as an  acceptable  identiﬁcation.  Results  were  com-
pared to  those  obtained  for  genus  and  species
level identiﬁcation  by  our  routine  ‘gold  standard’
method, which  entails  18  h  sub-culturing  of  sam-
ples on  blood  agar  to  obtain  isolated  colonies  for
Vitek MALDI-TOF-MS  identiﬁcation,  or  in  the  case
of anaerobic  organisms  48  h  sub-culturing  under
anaerobic  incubation  conditions.  To  conform  to
FDA/CLSI-approved  guidelines  laid  down  by  the  ASM
(Cumitech)  for  validation  of  a  new  method  com-
pared to  a  gold  standard  method  [22],  the  accuracy
of each  test  method  to  either  genus  or  species  level
was calculated  by  the  comparison  of  the  number
of correct  results  generated  by  the  test  method
divided by  the  number  generated  by  the  gold
standard method,  multiplied  by  100%.  To  measure
t
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he  precision  of  each  method,  ten  positive  vials  that
ncluded ﬁve  different  Gram-positive  strains  and
ve different  Gram-negative  strains  were  tested  for
hree consecutive  days  by  three  different  technol-
gists to  measure  the  precision  of  each  method,
ccording to  FDA/CLSI  guidelines  laid  down  by the
SM (Cumitechs  31A)  for  validation  of  a  new  method
gainst  a gold  standard  method  [22].
ass spectra generation
 Vitek  MS  Axima  Assurance  mass  spectrometer
bioMérieux)  was  used  to  generate  mass  spectra
anging from  2000  to  20  000  Da  in  positive  linear
ode using  a  laser  frequency  of  50  Hz  and  an
cceleration voltage  of  20  kV  with  extraction  delay
ime of  200  ns  [23].  Automatic  mode  was  used  for
ach spectrum,  i.e.,  500  shots  were  taken  from
ifferent target  shot  positions  for  each  spectrum
n ﬁve-shot  steps.  The  mass  spectrometer  was
sed together  with  Vitek  MS  Version  2.0  Acquisition
tation software.
ass spectra identiﬁcation
he  compute  engine  and  advanced  spectrum  clas-
iﬁer (ASC)  algorithm  of  the  Vitek  MS  system  were
sed to  process  MS  ﬁngerprints.  Organisms  were
ater identiﬁed  by  comparisons  of  the  generated
pectra to  spectra  typical  of  each  species  repre-
ented in  the  database  [23]. The  ASC  algorithm
enerated percent  probabilities  representing  the
imilarity of  the  comparison  to  the  typical  spec-
rum,  based  on  presence  or  absence  of  particular
eaks. Scores  between  60%  and  99.9%  were  consid-
red to  be  a good  identiﬁcation.  If  the  probability
core was  ≥60%,  the  result  was  recorded  as  ‘genus
evel only  identiﬁcation’  if there  was  a  choice  of
—4 organisms  all  within  the  same  genus,  but  no
alid identiﬁcation  (at  either  species  or  genus  level)
as considered  to  have  been  made  if  the  organisms
ere  distributed  between  multiple  genera  [23].
esults
ram-negative bacteria
able  1 shows  the  number  and  identities  of
ram-negative isolates  that  were  correctly  iden-
iﬁed to  genus  and  species  level  by  each  of
he four  methods,  and  the  accuracy  of  each
ethod was  compared  to  the  gold  standard
ethod. For  Gram-negative  organisms,  methods  1,
 and  3  were  all  used  successfully  to  accurately
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Table  1  Gram-negative  isolates  tested.
Organism  Number
correctly
identiﬁed
genus/species
Number
correctly
identiﬁed
genus/species
Number
correctly
identiﬁed
genus/species
Number
correctly
identiﬁed
genus/species
Number
correctly
identiﬁed
genus/species
Gold
standard
Method  1  Method  2  Method  3  Method  4
Escherichia  coli  5/5  5/5  5/5  5/5  5/5
Klebsiella  pneumoniae  5/5  5/5  5/5  5/5  5/5
Pseudomonas  aeruginosa  5/5  5/5  5/5  5/5  5/5
Acinetobacter  baumannii.  5/5  5/5  5/5  5/5  5/5
Citrobacter  koseri  5/5  5/5  5/5  5/5  5/5
Enterobacter  aerogenes  5/5  5/5  5/5  5/5  5/5
Stenotrophomonas
maltophilia
5/5  5/5  5/5  5/5  5/5
Salmonella  enterica  5/5  5/5  5/5  5/5  5/5
Proteus  mirabilis  5/5  5/5  5/5  5/5  5/5
Bacteroides  fragilis  5/5  5/5  5/5  5/5  0/0
Enterobacter  cloacae 5/3  5/0  5/0  3/0  5/0
Proteus  vulgaris 5/2  5/0  5/0  4/0  5/0
Total  identiﬁed  to  genus
level
60 60  60  57  55
Accuracy  of  test  methods
(%)a
100  100  95  91.7
Total  identiﬁed  to  species
level
55 50  50  50  45
Accuracy  of  test  methods
(%)b
90.9  90.9  90.9  81.8
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ia Accuracy to genus level.
b Accuracy to species level; compared to number identiﬁed
dentify  50  isolates  to  species  level,  providing
n accuracy  of  90.9%  compared  to  the  55  iso-
ates identiﬁed  using  the  gold  standard  method,
hile 45  isolates  were  identiﬁed  to  species  level
sing method  4,  providing  an  accuracy  of  81.8%
Table  1).  Escherichia  coli,  Klebsiella  pneumoniae,
seudomonas  aeruginosa, Acinetobacter  bauman-
ii, Citrobacter  koseri,  Enterobacter  aerogenes,
tenotrophomonas  maltophilia, Proteus  mirabilis,
almonella enterica  and  Bacteroides  fragilis  were
dentiﬁed  to  both  genus  and  species  level  with  100%
ccuracy  with  each  of  methods  1,  2 and  3 (Table  1).
owever, the  plate  method  (method  4)  was  not  suit-
ble for  strictly  anaerobic  organisms,  such  as  B.
ragilis,  which  was  not  identiﬁed  using  method  4
fter 90  min  incubation  on  the  blood  agar  plate  due
o its  slow  growth  characteristics.  Ten  organisms
ﬁve each  of  Enterobacter  cloacae  and  Proteus  vul-
aris) were  identiﬁed  up  to  genus  level  only  using
ethods 1,  2  and  4,  while  method  3  failed  to  iden-
ify two  out  of  ﬁve  E.  cloacae  and  1  out  of  5  P.
ulgaris (Table  1).  Three  out  of  ﬁve  E.  cloacae
nd two  out  of  ﬁve  P.  vulgaris  were  successfully
dentiﬁed  to  species  level  using  the  gold  standard
ethod.
S
ﬁ
I
f gold standard method.
ram-positive bacteria
able  2  shows  the  number  and  identity  of  Gram-
ositive isolates  that  were  correctly  identiﬁed  to
enus and  species  level  by  each  of  the  four  meth-
ds and  the  accuracy  of  each  method  compared  to
he gold  standard  method.  For  Gram-positive  orga-
isms, 90%  were  accurately  identiﬁed  to  species
evel using  both  methods  1  and  2,  76.7%  by  method
 and  86.7%  by  method  4.  Methods  1,  2  and  4
ere 100%  accurate  in  identiﬁcation  to  species
evel of  ﬁve  Staphylococci,  i.e.,  Staphylococcus
ureus, Staphylococcus  epidermidis, Staphylococ-
us haemolyticus, Staphylococcus  lugdunensis  and
taphylococcus  capitis,  while  method  3  failed  to
dentify two  out  of  ﬁve  Staphylococcus  capitis
Table  2).  All  four  methods  identiﬁed  ﬁve  out
f ﬁve  Streptococcus  agalactiae, however  while
ethod  4  also  identiﬁed  Streptococcus  pyogenes
ith 100%  accuracy,  methods  1 and  2  failed  to
dentify  two  and  method  3  failed  to  identify  three
. pyogenes. Meanwhile  S.  viridians  was  identi-
ed at low  accuracy  by  all  methods  (Table  2).
f strictly  anaerobic  organisms  (Clostridium  per-
ringens) were  excluded,  method  4  showed  higher
312  A.M.  Bazzi  et  al.
Table  2  Gram-positive  isolates  tested.
Organism  Number
correctly
identiﬁed
genus/species
Number
correctly
identiﬁed
genus/species
Number
correctly
identiﬁed
genus/species
Number
correctly
identiﬁed
genus/species
Number
correctly
identiﬁed
genus/species
Gold
standard
Method  1  Method  2  Method  3  Method  4
Staphylococcus  aureus  5/5  5/5  5/5  5/5  5/5
Staphylococcus
epidermidis
5/5  5/5  5/5  5/5  5/5
Staphylococcus
haemolyticus
5/5  5/5  5/5  5/5  5/5
Staphylococcus
lugdunensis
5/5  5/5  5/5  5/5  5/5
Staphylococcus  capitis  5/5  5/5  5/5  3/3  5/5
Enterococcus  faecalis  5/5  5/5  5/5  5/5  5/5
Enterococcus  faecium  5/5  5/5  5/5  4/4  5/5
Streptococcus  agalactiae  5/5  5/5  5/5  5/5  5/5
Streptococcus  pyogenes 5/5  3/3  3/3  2/2  5/5
Streptococcus  viridians 5/5  1/1  1/1  0/0  2/2
Clostridium  perfringens 5/5  5/5  5/5  3/3  0/0
Diphteroid  pseudo
diphtericum
5/5  5/5  5/5  4/4  5/5c
Total  identiﬁed  to  genus
level
60 54  54  46  52
Accuracy  of  test  methods
(%)a
90  90  76.7  86.7
Total  identiﬁed  to  species
level
60 54  54  46  52
Accuracy  of  test  methods
(%)b
90  90  76.7  86.7
Total  identiﬁed  to  species
level  excl.  Clostridium
perfringens
55 49  49  42  52
Accuracy  of  test  methods
(%)  excl.  Clostridium
perfringens
89  89  76.4  94.5
a Accuracy to genus level.
 using
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pb accuracy to species level; compared to number identiﬁed
c Identiﬁed after 6 h instead of 3 h due to slow growth chara
accuracy,  with  94.5%  of  organisms  (52/55)  being
correctly  identiﬁed  to  species  level  compared  to
89.1% (49/55)  for  methods  1  and  2  and  78.2%
(43/55) for  method  3  (Table  2).  However,  meth-
ods 1  and  2  both  showed  higher  accuracy  when  ﬁve
anaerobes  were  included  (Table  2).
Precision of  methods
To  measure  the  precision  of  each  method,  ten  posi-
tive vials  that  included  ﬁve  different  Gram-negative
strains (E.  coli,  P.  aeruginosa, K.  pneumonia,
A. baumannii  and  S.  maltophilia) and  ﬁve  differ-
ent Gram-positive  strains  (S.  aureus,  E.  faecalis,
S. agalactiae, S.  lugdunensis  and  S.  haemolyticus)
l
(
l
m gold standard method.
istics.
ere  tested  for  three  consecutive  days  by three
ifferent technologists,  for  validation  of  the  test
ethods  against  the  gold  standard  method  [22]
Table  3).  All  methods  showed  100%  precision
Table  3).
iscussion
n  this  study,  the  objective  was  to  test  our
roposed direct  method  of  lysis  centrifugation  fol-
owed by  washing  and  30%  acetic  acid  treatment
method 2),  our  modiﬁed  lysis  centrifugation  fol-
owed by  washing  and  30%  formic  acid  treatment
ethod (method  1),  lysis  centrifugation  followed  by
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Table  3  Precision  of  methods.
Organism  Method  1  Method  2  Method  3  Method  4
Day  Day  Day  Day
1  2  3  1  2  3  1  2  3  1  2  3
Gram  −
Escherichia  coli True True True True True  True  True  True  True  True  True  True
Pseudomonas  aeruginosa  True  True  True  True  True  True  True  True  True  True  True  True
Klebsiella  pneumonia  True  True  True  True  True  True  True  True  True  True  True  True
Acinetobacter  baumannii  True  True  True  True  True  True  True  True  True  True  True  True
Stenotrophomonas  maltophilia  True  True  True  True  True  True  True  True  True  True  True  True
Gram  +
Staphylococcus  aureus  True  True  True  True  True  True  True  True  True  True  True  True
Enterococcus  faecalis  True  True  True  True  True  True  True  True  True  True  True  True
Streptococcus  agalactiae  True  True  True  True  True  True  True  True  True  True  True  True
Staphylococcus  lugdunensis  True  True  True  True  True  True  True  True  True  True  True  True
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rStaphylococcus  haemolyticus  True  True  True  
ashing  and  100%  ethanol  treatment  method
method 3),  and  picking  colonies  from  90  to  180  min
ubculture plates  (method  4).  These  methods  were
mployed  in  order  to  determine  the  effective-
ess of  each  method  in  accurate  identiﬁcation
f both  Gram-negative  and  Gram-positive  bacte-
ia using  Vitek  MALDI-TOF-MS  in  comparison  to  our
old standard  isolated  colonies  method.  In  gen-
ral, each  method  showed  excellent  accuracy  and
recision  in  terms  of  identiﬁcation  to  genus  level.
ll four  methods  had  similar  or  superior  perfor-
ance in  identiﬁcation  of  Gram-negative  bacteria
o both  genus  and  species  levels  when  compared
o other  published  direct  culture  methods  [16—21].
or example,  the  accuracy  of  our  methods  1,  2  and
 at  species  level  compared  to  our  gold  standard  for
dentiﬁcation  of  Gram-negative  bacteria  was  90.9%,
omparing  favorably  to  the  81.8%  and  80.7%  iden-
iﬁcation  levels  achieved  with  Biotyper  and  Vitek
S with  direct  culture  using  the  commercially  avail-
ble Sepsityper  (Bruker)  extraction  in  another  study
19].  They  also  compared  favorably  overall  to  other
irect culture  methods  such  as  Sepsityper  (Bruker)
r in-house  methods  in  terms  of  identiﬁcation  of
ram-positive  bacteria  [19,20], including  the  dis-
inguishing  of  Staphylococci  species.  For  example,
n one  study  in  which  either  Sepsityper  or  a  saponin-
ased in-house  extraction  method  was  used  [20],
pecies-level  identiﬁcations  of  58.21%  and  52.24%,
espectively,  were  achieved  for  67  Gram-positive
solates compared  to  the  90%  accuracy  achieved  for
ur methods  1  and  2, 76.6%  for  our  method  3 and
6.7% for  our  method  4  [20]. Our  methods  overall
ave comparable  levels  of  identiﬁcation  of  Gram-
ositive  bacteria  to  another  larger  recent  study  in
hich a  lysis  centrifugation  method  was  used  to
repare samples  for  MALDI-TOF-MS  identiﬁcation,
4
l
t
a True  True  True  True  True  True  True  True
n  which  95.7%  and  90.1%  of  161  Gram-positive  iso-
ates and  84.7%  and  83.7%  of  92  Gram-negative
solates, were  identiﬁed  to  genus  level  and  species
evel,  respectively  [18]. All  four  methods  showed
00% precision  over  a  three-day  period.
Methods  1  and  2  both  performed  well  in  identify-
ng both  Gram-negative  and  Gram-positive  isolates
o genus  only  level,  with  the  exception  of  S.  viri-
ians, which  was  correctly  identiﬁed  to  genus  and
pecies level  in  only  one  out  of  ﬁve  cases  by
ach method.  In  general,  S.  viridians  was  identi-
ed with  low  accuracy  by  all  four  methods,  with
one of  the  ﬁve  being  identiﬁed  by  method  3  at
ither genus  or  species  level.  The  viridians  group
treptococci  (VGS)  are  acknowledged  to  be  difﬁcult
o identify  at  species  level  [24]. Although  MALDI-
OF has  been  identiﬁed  as  a promising  method
o overcome  this  difﬁculty,  it  may  be  affected
or example  by  poor  resolution  of  Streptococcus
itis from  Streptococcus  pneumoniae, similarly
o16S rRNA  gene  sequence-based  identiﬁcation
24,25]. Methods  1  and  2  also  failed  to  identify
wo out  of ﬁve  of  another  Streptococcus  species,
. pyogenes. Identiﬁcation  of  streptococci  has  also
een problematic  in  other  studies  using  MALDI-
OF [18,24]  and  it  has  been  suggested  that  until
ALDI-TOF  databases  are  expanded  to  include  more
pectra for  well-identiﬁed  Streptococcal  species,
hen  this  technique  is  not  appropriate  for  identi-
cation of  pneumococci  [26].
For  Gram-negative  E.  cloacae  and  P.  vulgaris,
ethods  1  and  2  both  performed  to  100%  accu-
acy to  genus  only  level,  but,  like  methods  3  and
, failed  to  distinguish  either  organism  to  species
evel. E. cloacae  is  one  of  the  more  difﬁcult  of
he Enterobacteriaceae  to  identify  to  genus  level,
nd our  results  are  consistent  with  those  of  others
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who  could  not  distinguish  E.  cloacae  isolates  from
Enterobacter  asburiae  using  the  Vitek-MS  system,
while  conventional  phenotypic/genotypic  systems
were  able  to  identify  them  to  the  species  level  [23].
We identiﬁed  3/5  of  E.  cloacae  and  2/5  P.  vulgaris
isolates  by  our  gold  standard  method.  Databases
may need  to  be  expanded  for  both  E.  cloacae
and P.  vulgaris  to  facilitate  accurate  identiﬁca-
tion to  species  level  by  MALDI-TOF.  Thus,  with  the
exceptions  of  the  Gram-positive  S.  viridians  and  S.
pyogenes organisms  and  the  Gram-negative  E.  cloa-
cae and  P.  vulgaris  organisms,  both  methods  1 and
2 identiﬁed  both  Gram-positive  and  Gram-negative
organisms down  to  species  level  with  100%  accuracy
compared  to  our  gold  standard  method.  The  latter
two were  identiﬁed  to  genus  only  level  with  100%
accuracy.  Therefore,  we  have  conﬁrmed  our  pro-
posed  method  2  as  an  accurate,  effective  and  rapid
method  in  expediting  identiﬁcation  of  pathogens  in
blood cultures.
For method  3,  the  accuracy  at  species  level
exceeded 90%,  equivalent  to  that  achieved  using
methods  1  and  2.  Again,  E.  cloacae  and  P.
vulgaris were  not  identiﬁed  to  species-level.  How-
ever, for  Gram-positive  bacteria  the  accuracy  of
method 3 was  less  than  90%,  regardless  of  whether
strictly anaerobic  organisms  (C.  perfringens)  were
excluded,  so  this  method  was  not  validated  for  use
for identiﬁcation  of  Gram-positive  bacteria  in  blood
samples.  As  mentioned,  none  of  the  ﬁve  S.  viri-
dians isolates  were  identiﬁed  using  method  3 at
either genus  or  species  level,  while  only  two  S.  pyo-
genes  were  identiﬁed  at  genus  and  species  levels,
consistent with  difﬁculties  experienced  by  others
in identiﬁcation  of  streptococci  using  MALDI-TOF,
including when  using  ethanol  extraction  [24].
Method 4,  which  relied  on  growth  of  isolates
on blood  agar  before  transfer  to  MALDI-TOF-MS
slides, performed  at  a  generally  high  accuracy  for
both Gram-positive  and  Gram-negative  organisms.
However,  when  used  for  anaerobic  organisms  such
as the  Gram-positive  C.  perfringens  or  the  Gram-
negative  B.  fragilis,  method  4  was  unfeasible  due
to the  slow  growth  characteristics  of  the  organisms
and failed  to  identify  either  at  genus  or  species
level. The  inability  to  accurately  identify  E.  cloa-
cae, P.  vulgaris  or  B.  fragilis  to  species  level  using
method  4 resulted  in  the  overall  accuracy  of  this
method  for  Gram-negative  bacteria  falling  below
the ASM-prescribed  90%  accuracy  levels  required
for validation  of  a  proposed  method  against  a  gold
standard  method.  Method  4  could,  however,  iden-
tify ﬁve  out  of  ﬁve  S.  pyogenes  organisms,  so  was
more sensitive  for  this  organism  than  methods  1,
2 or  3.  Method  4 was  used  for  identiﬁcation  of
Diphteroid pseudo  diphtericum  after  an  extendedA.M.  Bazzi  et  al.
ncubation  for  6  h.  As  Diphtheroids  usually  require
4—36  h  for  sufﬁcient  growth,  this  still  represents  a
ubstantial reduction  in  turnaround  time  for  iden-
iﬁcation.  Moreover,  methods  1 and  2  were  able  to
dentify Diphteroid  pseudo  diphtericum  with  100%
ccuracy at  both  genus  and  species  levels.
Rapid  identiﬁcation  of  causative  infective  agents
s now  recognized  as  being  imperative  in  beginning
arly, appropriate  antimicrobial  treatment  of  sep-
is, which  is  critical  in  reducing  mortality  [4,8,9].
e have  conﬁrmed  that  our  rapid  identiﬁcation
ethods, particularly  methods  1  and  2,  which  are
ased on  extraction  by  lysis  centrifugation  fol-
owed  by  washing  and  30%  formic  acid  treatment
ethod or  30%  acetic  acid  treatment,  respectively,
re highly  accurate  and  precise  for  a range  of
ram-negative and  Gram-positive  bacteria,  with
he exceptions  that  we  have  noted.  Adoption  of
hese methods  should  be  effective  in  reducing  both
ospital stay  and  health  costs  in  treating  patients
ith sepsis  and  in  reducing  mortality  by  facilitating
arly and  appropriate  antibiotic  treatment.
unding
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